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Mini IR Thermometer 

Compact thermometer measures up to 500°F (260°C) 


Features: 


• Built-in laser pointer identifies target area 

• Backlighting illuminates display for taking 
measurements at night or in areas with low 
background light levels 

• Automatic D ata H old when trigger released 

• Fixed 0.95 emissivity covers 
90% of surface applications 

• Auto power off 

• Complete with 9V battery 
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Range: 

-4 to 500°F(-20 to 260°C) 

Basic Accuracy: 

±3% of reading or ±6 0 F/±3°C (whichever is greater) 

Max. Resolution: 1°F/°C 

Emissivity: 0.95 fixed 

Field of View (Distance to Target): 6:1 

Dimensions: 

6.7x1.7x1.6"(170x44x40mm) 

Weight: 

4.9oz(140g) 



12" distance 
2" target 
(305mm:51mm) 
24" distance 
4" target 
(610mm:102mm) 


6:1 D istance to Target Ratio 


Ordering Information: 

42500 Mini IR Thermometer 

42500-NIST ....Mini IR Thermometer with NIST Certificate 


ISO 9001:2000 CERTIFIED 


Test Equipment 
Ja J Depot 



1-800-517-8431 


99 Washington Street 
Melrose, MA 02176 
Fax 781-665-0780 
TestEquipmentDepot.com 
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